MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY RECEIVED

BREATH ALCOHOL PROGRAM BvC ID .
DATAMASTER MAINTENANCE REPORT y Carol Day at 9:05 am, Sep 24, 2013

Complete 1his repod al the time of the regular monthly preventive maintenance chack (nof to exceed 35 days).
Complete this repont whenaver the instiument is serviced or repaired and whenever il s placed into service.
Retain the orfghhal and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATARASTER SN NAME OF AGENCY DATE OF INSPECHION
204089 Inv.# 127214 | Missouri State Highway Pafrol 09/20/2013
COCAHON OF INSHRUMENT (STREET ARD CTTY) HEIE OF BISPECTION
Stoddard County Sheriff's Department, 101 Court Streat, Bloomfield, MO 638251 8:22 pm

CHECKLIST: Place a mark in the box by each item if found to be satisfactory or if operating within established iimits. {Write in observed values
where deiermined.} Unmarked items must be corrected before using insirument.

[/l DIAGNOSTIC GHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 09/20/13 _ 20:22
Ml computen DETECTOR
1 proGRAM 1 Fiters
[/] HEATERS SAMPLE CHAMBER _ 50¢C 71 QuaRTZ sTANDARD
/] FLow pETEGTOR k] causRATION
) PumpP HIGH sPEED ] priNTER

Y] INDICATOR LIGHTS

K1 simuiLaToR soLuTioN suPpLIER RepCo Markeling, Inc. Lor # 13001 EXP. DATE 03/07/2015

] SIMULATOR TEMP (34°C £ 0.2°C) 34.0 °(; SIMULATOR SN 1244 _EXP, DaTE 02/20/2014

fZi CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a standard solution. All three tests must be within £5% of the standard value and must have a spread of .005 or
less. Mari the box corresponding 1o the standard solution being used. (PRINTOUT ATTACHED)

E] 0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
I:] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCIUSIVE

TEST1 & (97 TEST 2= Qo8 TEST3 = (08

m PERFORM f.FIl. TEST (PRINTOUT ATTAGHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING AANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS) i B

REFUSALS 0 ((0-.04) 1 {.05-.09; 3 '(.10—.14} 3 {.15-.19) 1 ‘OVER 19 0

LIST ANY HEV/ PARTH AND DESCR]DEMW ALTERATION GR MODIFICATION THAT WAS MADE TO AESTORE THE INSTAUMEHT TO OPERATE SATISFAGTORILY AND WITHIN ESTABLISHED LIMTS
{USE OTHER SIDE IF NECESSARYL .

SIGNATURE

i = . . :

y Cft A‘/ b D 'ﬂ'g’; KA Corporal Richard D. Owens #813

TYPE [t PERIT HELUEREXPIRATION DAYE o TELERIONE NUMBER

220280 09/156/2014 (573) 840-9500 B

RETURN COMPLETED REPORY TO THE: Breaih Alcohot Program, MO Department of Health and Senior Services, Southeast District Office
2875 James Bivd.

Poplar Blulf, MO 63901

L EOUAL CPYONTMATYAFTIRMATIVE ACTIN EMPLOYEH
LANKAS providxd on 3 raediteamaioy basis

LAB-116

KO 8801463 (2-03)



. REPCO MARKETING INC.

3103188 STONYBROOK DRIVE
RALEIGH, NC, 27604 ’
919.876-5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.
LOT NUMBER: 13001 |
EXPIRATION DATE: March 7, 2015 at 11:59 p.m.

RepCo Marketing, Inc, certifies the following: |

RepCo Marketing, Inc. manufactured, tested and supplied Lot Number.
13001 _ of Alcohol Certified Solution for simulators. Random samples of said 101-5‘
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __.1215 - gms/dl +/-.003 gms/dl wi/vol ethanol (95%

Confidence).
The alcéhol and distiilcd water used in the solution were found to be free of

any interferring substance.
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L
- Breath when heated to 34 Degrees Célsius +/-0.2 Degrees Celsius in a simulator

- (95% Confidence). .
The date of manufacture for this lot number is__March 8, 2013
The expiration date for-this lot number is __ March 7, 2015 at
11:59 p.m. '

This document is a true representa?on of the original Certificate of Analysis.

Cecil B, Garner, President
RepCo Marketing, Inc.

Form RM 02



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

RICHARD D OWENS

is hereby authorized to Instruct and supervise operators, train instructors, inspect,
calibrate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired (alveolar)
air, Issued under the provisions of sections 577.020 through 577.041, RSMo 1986.

- 2
09/15/2012 s S
Dlractor of State Public Heallh Laboratory
Number 220280

s, 41-7['/-//:‘— JQZL“{{'E;
Expiros 09/15/2014 v’ (/

MO 580-07F1 (7-88)

Dlrector, Departnent of Health
Lab. 4 {A7-88)
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